1. Introduction {#sec0005}
===============

SARS-CoV-2 is a virus that causes the ongoing COVID-19 pandemic, an acute respiratory distress syndrome which represents the most serious problem for global health ([@bib0010]). Most cases are mild, usually with self-limiting symptoms and recovery within two weeks. Severe patients progress rapidly with an acute respiratory distress syndrome and septic shock, eventually ending in multiple organ failure ([@bib0055]).

WHO and the Centers for Disease Control and Prevention (CDC) published reverse transcription-quantitative polymerase chain reactions protocols (rRT-PCR) for SARS-CoV-2 diagnosis. This included an RNA extraction step to purify the viral RNA from a nasopharyngeal swab ([@bib0015]). However, since March 2020, some manufacturers reported the shortage of supplies related to COVID-19 driven by the sudden increase in global demand for RNA extraction kits.

Different approaches avoiding viral nucleic extraction have been tested such as diluting samples and using a heat-processed method. However, heating oropharyngeal swabs is not as sensitive or accurate as RT-qPCR reactions performed on purified samples, detecting 97.4 % of the COVID-19-positive patients with no false positives results ([@bib0020]). SARS-CoV-2 detection by direct rRT-PCR without RNA extraction and inactivating samples at 95 °C for 5 min, was showed from specimens placed in UTM and molecular water, but not from samples in Hanks medium and saline buffer ([@bib0040]). Moreover, SARS-CoV-2 detection without RNA extraction was described by mixing respiratory samples in a 1:1 (v/v) ratio with Sputasol (Oxoid, Basingstoke, England) before adding it directly to the rRT-PCR reaction mix ([@bib0050]).

In this research, a simple, inexpensive and reliable alternative method that uses heat inactivation and nucleic acid precipitation was used to process samples placed in different media, without the requirement of using commercial kits. This new procedure showed similar results compared to an automated method. Thus, this new technique is proposed for SARS-CoV-2 laboratory diagnosis.

2. Material and methods {#sec0010}
=======================

2.1. Nucleic acid purification {#sec0015}
------------------------------

One-hundred and four nasopharyngeal swab samples (NPSs), previously extracted using an automated NucliSENS® easyMAG® (bioMérieux) and tested for COVID-19 at the Institute of Public Health of Chile. Ninety-four positive samples, with a Ct range from 12.79 to 39.12, and 10 negative samples were used for this study.

Samples were collected in tubes containing UTM-RT mini transport media (Copan Diagnostics Inc.) (n = 35), PBS 1x solution (n = 46), Hanks medium (n = 13) or DNA/RNA Shield™(Zymo Research) (n = 10). In a Class II Type A2 laminar flow biosafety cabinet (NuAire), 100 μL of a solution 20 % (w/v) Chelex-100 (Sigma Aldrich, USA) prepared in nuclease-free water was added to a 1.5 mL microtube using a P1000 micropipette (range 100−1000 μL). When Chelex-100 was precipitated, the supernatant was removed. Then, 200 μL of a solution 20 % (w/v) PEG 8000 (Sigma Aldrich, USA), 2.5 M NaCl (Ambion, USA) and 200 μL of NPSs were added. Tubes were incubated at 70 °C for 30 min (Thermomixer comfort, Eppendorf) and centrifuged at 13,500 *g* for 10 min. Supernatant was discarded and 600 μL of 70 % ethanol was added once for pellets washing. Samples were centrifuged at 13,500 *g* for 5 min and ethanol supernatant was discarded. Pellets were allowed to dry for 2 min at RT and resuspended in 50 μL of nuclease-free water, pipetting up and down using a P1000 to avoid blocking the pipette tip with Chelex-100. Supernatants (5 μL) were used directly for rRT-PCR CoV-2 detection.

2.2. SARS-CoV-2 detection by rRT-PCR {#sec0020}
------------------------------------

For all samples, TaqMan™ 2019-nCoV Assay Kit v1 (ThermoFisher) was used for viral detection, using duplicates for each, following the manufacturer's instructions in a QuantStudio 3 Real Time PCR System (ThermoFisher).

3. Results {#sec0025}
==========

One-hundred and four NPSs (94 positives and 10 negatives) were extracted with an automated easyMAG® and PEG/NaCl precipitation methods. Then, three viral genes (Orf1ab, N and S) and one internal control gene (RNase P or RNP) were amplified by rRT-PCR.

Viral inactivation at 70 °C for 30 min did not affect rRT-PCR amplification (n = 104). All samples showed a concordant result (94 positive and 10 negative samples) between the easyMAG® extraction and the PEG/NaCl precipitation method. Results of rRT-PCR after easyMAG® extraction were considered as being true. Consequently, the sensibility and specificity for PEG/NaCl method were 100 % and 100 %, respectively. Furthermore, the accuracy was 100 % with each viral gene.

Moreover, the internal RNP gene was successfully amplified in all samples, corroborating extraction effectiveness (data not shown). Thus, the four different media used in this study (UTM, PBS 1x solution, Hanks medium and DNA/RNA Shield™) did not affect analytical results, because all precipitated samples were able to be detected by rRT-PCR using the whole viral panel (Orf1ab, N and S genes) and the internal control gene.

Performance of both easyMAG® and PEG/NaCl extraction methods was evaluated in positive samples (n = 94) by rRT-PCR. The mean of Ct values was compared for each viral gene. Orf1ab and N values were lower when easyMAG® was used and differences between both methods were significant (Wilcoxon test, *P* \< 0.0001). On the other hand, the mean of Ct value for S was lower with easyMAG® extraction and differences were not significant (Wilcoxon test, *P* = 0.0810) ([Fig. 1](#fig0005){ref-type="fig"} and [Table 1](#tbl0005){ref-type="table"} ).Fig. 1Comparison of average Ct values between easyMAG® extraction and PEG/NaCl precipitation for **A.** Orf1ab gene, **B.** N gene and **C.** S gene (\*p \< 0.0001, Wilcoxon test). The line inside the box plot represents the median and the box extends from lower to upper quartiles. Whiskers indicate the 90th and 10th percentiles and dots represent outliers. Mean is shown as "+".Fig. 1Table 1Descriptive statistics for easyMAG® extraction and PEG/NaCl precipitation. Values corresponding to average Ct for Orf1ab, N and S gene amplified by rRT-PCR.Table 1easyMAG®PEG/NaClOrf1abNSOrf1abNSMinimum17.3113.2312.7916.2614.5514.51Maximum39.1236.9638.0638.3336.5034.44Mean28.3725.1226.1429.6327.7426.40Std. Deviation5.905.805.645.664.903.78

When Ct values from each gene were compared within each extraction method, significant differences were observed (Friedman test, *P* \< 0.0001). The best performance was achieved with the N gene (Ct mean 27.74 ± 4.90) for automated extraction, and with the S gene (Ct mean 26.40 ± 3.78) for the PEG/NaCl precipitation ([Fig. 2](#fig0010){ref-type="fig"} ).Fig. 2Comparison of average Ct values for Orf1ab, N and S genes within easyMAG® extraction and PEG/NaCl precipitation (\*=p \< 0.0001, Dunn's multiple comparisons test). The line inside the box plot represents the median, and the box extends from lower to upper quartiles. Whiskers indicate the 90th and 10th percentiles and dots represent outliers. Mean is shown as "+".Fig. 2

4. Discussion {#sec0030}
=============

In a pandemic context, it is relevant to obtain rapid and reliable results to diagnose patients and take rapid public health actions. Here, a simple protocol to detect SARS-CoV-2 from NPSs using rRT-PCR after a heat inactivation and a precipitation/concentration step is proposed.

In order to inactivate SARS-CoV-2 present in contaminated objects, a treatment for 3 min at above 75 °C or 5 min at above 65 °C or 20 min at above 60 °C is recommended ([@bib0005]). Moreover, a CoV-2 isolate (USA-WA1/2020), inactivated for 30 min at 65 °C, is being commercialized for different purposes (Bei Resources). In this research, a 30 min incubation step at 70 °C was used to obtain safe samples to be manipulated in the laboratory, without previous RNA extraction using commercial kits. Also, Chelex-100 was incorporated as a protective agent during extraction at high temperatures because this reagent favors chelating groups to bind to cellular components ([@bib0035]). Moreover, this resin stabilizes the RNA during the thermal shock and protects it from degradation ([@bib0025]).

In this study a precipitation step using a PEG/NaCl solution was used, after heat inactivation of NPSs to concentrate samples and remove unwanted inhibitors, before the rRT-PCR. This solution was previously used for selective precipitation of large RNAs ([@bib0035]; [@bib0045]). Also, it is broadly used for phage precipitation and purification ([@bib0060]). Samples collected in different media (UTM, PBS 1x, Hanks and DNA/RNA Shield) were tested using this protocol. All analytical results obtained by this protocol were concordant with those obtained by an easyMAG® procedure. This is an advantage over a direct rRT-PCR without RNA extraction described, where it was possible to detect SARS-CoV-2 only from samples collected in UTM or molecular water, but not from samples collected in phosphate-buffered saline or Hanks medium ([@bib0040]). A protocol that used samples heat-processed for 5 min at 98 °C was reported ([@bib0020]). This protocol allowed detecting only 97.4 % of COVID-19-positive patients in comparison to PEG/NaCl precipitation that detected 100 % of the positive cases.

Performance of viral gene amplification (Orf1ab, N, S) was evaluated and differences in Ct values were slightly better using easyMAG® extraction. However, the three genes were identified in all samples and, remarkably, S gene did not show significant differences in amplification between both extraction methods. It is important to highlight that NPSs input volume used for easyMAG® extraction was 600 μL and for PEG/NaCl precipitation 200 μL were used. Although this protocol used 3 times less volume, it was able to detect samples whose Ct values were at the limit of detection of the rRT-PCR technique.

A direct amplification protocol and its performance against a MagnaPure automated system by rRT-PCR was reported ([@bib0020]). Nevertheless, sensitivity (85 %), specificity (95 %) and accuracy (88 %) were lower than the proposed PEG/NaCl precipitation method. Here, it was obtained 100 % of sensitivity, specificity and accuracy. Another study showed better sensitivity for the N gene than Orf1ab and S, when samples were extracted using a MagnaPure ([@bib0030]). In this study, the best performance was achieved with the N gene for easyMAG® extraction and with the S gene for the PEG/NaCl precipitation.
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